[The determination of the tooth-destroying loading while clamping the forceps during tooth removal].
The research results of the fracture load under the fixation of the dental forceps in vitro on the fresh extracted teeth are presented. The data analysis shows that the probability of the teeth fracture depends their clinical state and mechanical properties. It is practically impossible to fracture the intact and minor caries teeth by forceps at the first loading.